[Problems in assignment of various methods for determining gamma-glutamyltransferase].
The investigation of control sera with two commercially available tests kits for the estimation of gamma-glutamyltransferase (EC 2.3.2.2) showed some wide discrepancies. Possible causes and consequences for the users are discussed.